A detector of small harmonic displacements based on two coupled 

microwave cavities 



Ph. Bernard 
CERN, CH-1211, Geneva 23, Switzerland 



G. Gemme*, R. Parodi 
INFN-Sezione di Genova, via Dodecanese 33, I-I6I46 Genova, Italy 

E. Picasso 

Scuola Normale Superiore, Piazza dei Gavalieri 7, 1-56126, Pisa, Italy 



Abstract 

The design and test of a detector of small harmonic displacements is pre- 
sented. The detector is based on the principle of the parametric conversion of 
power between the resonant modes of two superconducting coupled microwave 
cavities. The work is based on the original ideas of Bernard, Pegoraro, Pi- 
casso and Radicati, who, in 1978, suggested that superconducting coupled 
cavities could be used as sensitive detectors of gravitational waves, and on 
the work of Reece, Reiner and Melissinos, who, in 1984, built a detector of 
this kind. They showed that an harmonic modulation of the cavity length 
I produced an energy transfer between two modes of the cavity, provided 
that the frequency of the modulation was equal to the frequency difference 
of the two modes. They achieved a sensitivity to fractional deformations of 
(5^/£ 10"^"^ Hz~^/^. We repeated the Reece, Reiner and Melissinos exper- 
iment, and with an improved experimental configuration and better cavity 
quality, increased the sensitivity to 51 /i ~ 10"^'^ Hz~^/^. In this paper the 
basic principles of the device are discussed and the experimental technique 
is explained in detail. Possible future developments, aiming at gravitational 
waves detection, are also outlined. 



I. INTRODUCTION 

The detection of weak forces acting on macroscopic bodies often entails the measurement 
of extremely small displacements of these bodies or their boundaries. This is the case in the 
attempts to detect gravitational waves (g-w.) or in the search for possible new long range 
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interactions. In 1978 Bernard, Pegoraro, Picasso and Radicati (BPPR) suggested that su- 
perconducting coupled cavities could be used as a sensitive detector of gravitational effects, 
through the coupling of the gravitational wave with the cavity walls and with the stored 
electromagnetic field. It has been shown that the principle that underlies this detector is 
analogous to the one used in parametric processes and in particular in frequency converters, 
i.e. in a device which converts energy from a reference frequency to a signal at a different 
frequency as a consequence of the time variation of a parameter of the systemB'i. In more 
detail the rf superconducting coupled cavities detector consists of an electromagnetic res- 
onator, with two levels whose frequencies a;,; and uja are both much larger than the angular 
frequency VL of the g.w. and satisfy the resonance condition \uja — ujs\ = In the scheme 
suggested by Bernard et al. the two levels are obtained by coupling two identical high fre- 
quency resonators. The angular frequency ujs is the frequency of the level symmetrical in 
the fields of the two resonators, and Ua is that of the antisymmetrical one; if initially some 
energy U is stored in, say, the symmetrical level, leaving empty the antisymmetrical one, 
the g.w. can induce a transition between the two levels, provided that a suitable geometric 
configuration of the detector is chosen. In fact the interaction between the g.w. and the 
detector is characterized by a transfer of energy and of angular momentum. Since the elicity 
of the g.w. (i.e. the angular momentum along its direction of propagation) is 2, it can induce 
a transition between the two levels provided their angular momenta, along the direction of 
the g.w., differ by 2. This can be achieved by putting the two resonators at right angle or 
by a suitable polarization of the e.m. field inside the cavity. 

The power P exchanged between the g.w. and the detector is proportional to the in- 
coming gravitational flux ^gw, to the electromagnetic energy U stored in the cavity, and it 
depends upon the mechanical properties of the detector and the spatial symmetries of the 
stored electromagnetic field; it can be written as: 

P =^e\k{Q)\^\C\''WQL (1) 

where h is the adimensional amplitude of the g.w., usually defined in terms of the incoming 
gravitational flux aJl 



^=n(32^3^..) (2) 



Vt is the g.w. angular frequency and is the loaded electromagnetic quality factor of the 
microwave cavity. A(f2) is the mechanical transfer function of the detector. If we apply 
a simple model in which the detector mechanical properties are approximated by those of 
a simple harmonic oscillator with proper angular frequency ujm and quahty factor Qm we 
obtain! 

|A(0)|2 = — _ (3) 

We see that for Q ^ ujm, ~ 1, while near a mecanical resonance |A(f2)p ^ Q^; in 

the following, since the working frequency of our detector is chosen to be fi/27r ^ 1 MHz, 
we shall take in our formulas |A(f2)| ^ 1. 
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C is a complex coefficient, depending on the symmetries of the fields of the electromag- 
netic modes coupled by the g.w. and is defined so that \C\ < 1. Obviously a clever choice 
of field symmetries has to be done in order to have |C| ~ 1 when designing a detector. The 
discussion on field symmetries and their infiuence on g.w. detection is done elsewhereB. In 
the following we shall suppose that the system is designed to have \C\ = 1. 

In 1984 Reece, Reiner and Melissinos (RRM), built a detector in the 10 GHz frequency 
range, using two identical cylindrical cavities mounted end-to-end and coupled via a small 
circular aperture in their common endwall, and tested it as a transducer of harmonic me- 
chanical motioniil. In order to measure the sensitivity limit of the detector, one of its walls 
was excited by an harmonic perturbation (by a piezoelectric); with a quality factor of the 
superconducting cavity Q = 3 x 10^ and a stored electromagnetic energy U ^ 0.1 mJ they 
showed a sensitivity to relative deformations Si/i ~ 10"^"^ Hz~^/^, with f2/27r 1 MHz. 
We repeated the RRM experiment and, with a quality factor Q ^ 10^ and a stored energy 
U = 1.8 J, improved its sensitivity by a factor 10^, thus reaching a sensitivity to harmonic 
displacements of the order 6£/i ^ 10~^° (Hz)~^/^ at ^1/2tt ^ 1 MHz. With these figures this 
detector could be an interesting candidate for the detection of gravitational waves or in the 
search of long range interactions of weak intensity. 



II. BASIC PRINCIPLES OF PARAMETRIC POWER CONVERSION 

A parametric converter is a nonlinear device which transfers energy from a reference 
frequency to a signal with different frequency, utilizing a nonlinear parameter of the system, 
or a parameter that can be varied as a function of time by applying a suitable signal. The 
time varying parameter may be electrical or mechanical; in the latter case the device acts 
as a transducer of mechanical displacements. 



The 



Dasic equations describing the parametric converter are the Manley-Rowe 



relationsSi. They are a set of power conservation relations that are extremely useful in 
evaluating the performance of a parametric device. We will not derive here the complete 
Manley-Rowe relations, but we will just describe the fundamental ideas upon which the 
parametric converter behavior is based. 

Let us consider a physical system which can exist in two distinct energy levels. To fix 
our ideas let us take as an example a system of two identical coupled resonant cavities like 
those proposed by BPPR. If the resonant angular frequency of the unperturbed single cell 
is uq, then the frequency spectrum of the coupled system consists of two levels at angular 
frequencies Ug and Ua, where ujg = ~ and Ua = ojq + 6uj, and 2 Slj/uq = K 1, is the 
coupling coefficient of the system. 

We can store some electromagnetic energy in the system, say at angular frequency Ug] 
if some external harmonic perturbation at angular frequency Q = Ua — ujg induces the time 
variation of one system parameter we can have the transfer of energy between the two energy 
levels. The external perturbation can be an harmonic modulation of the cavity end wall by 
a piezoelectric crystal, which causes the variation of the system reactance, or a gravitational 
wave deforming the cavity walls. 

Let us call P the total power absorbed by the device. We can write 

P = Pg + P, = NghUg + NahUa (4) 
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where Ni is the time variation of the number of photons in level i. If we assume that the 
total number of photons in the systems N = Ns + Na'is conserved we have 

iV, = -N, = N (5) 

The total power absorbed by the system is therefore 

P = Nh {Ua - UJs) (6) 

and the power transferred to the upper level is given by 

Pa = NhUa = rhuJa = (7) 

The amplification factor uJa/^ is characteristic of parametric frequency converters. 

To get deeper insight into eq. |^ we have to know the exact expression of P; in fact the 
power exchanged between the external perturbation and the system is proportional to the 
square of the fractional change of the time varying system parameter. If we denote this 
quantity with h, and use eq. |l| for the exchanged power (with |A| = \C\ = 1) we can easily 
derive the expression for the power transferred to the initially empty level 

Pa = hl^UOaUsQsL (8) 

In the last equation Us is the energy stored in level s, Qsl is the loaded quality factor of the 
cavity excited in the symmetric mode. 

The quantity h above may represent the fractional change of the system reactance, or of 
the system length being harmonically modulated {51/ 1)^ or the dimensionless amplitude of 
the g.w. 

Since Pa is proportional to the electromagnetic quality factor, superconducting resonant 
cavities should be employed to achieve maximum sensitivity. 



III. SENSITIVITY LIMITS 

Equation ^ could be a good starting point for a detailed discussion of the theoretical 
sensitivity limits of the detector. Let us choose a configuration very similar to the RRM 
experiment with two cylindrical niobium cavities coupled through a small circular aperture 
on the axis and let the operating mode be the TEqh at 3 GHz, which, due to the coupling, 
splits into a symmetrical and an antisymmetrical mode respectively at angular frequency a;^ 
and uja- The system is designed so that mode separation is about 1 MHz (see section for 
more details on system design). For our geometry, we can calculate the relation between 
the maximum energy that can be stored in a superconducting niobium cavity (due to the 
thermodinamical critical field He) and the frequency of the electromagnetic fieldi. The 
temperature dependence of the critical magnetic field is given by 



H,{T) = HM 



(9) 
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For niobium % = 9.2 K and Hc{T = 0) = 0.2 T. 

Let us suppose to work at T = 1.8 K, with a stored energy corresponding to a maximum 
surface magnetic field H^ax = 0.75 x H^iT = 1.8). We have H^{T = 1.8) ^ 0.19 T, and 
Hmax ~ 0.14 T. We find for a pill-box cavity at 3 GHz 

ujU^ax ~ 10^^ Joule — (10) 
sec 

If we define the minimum measurable h per unit bandwidth, hmin, as the perturbation 
value which induces a parametric conversion of power equal to the noise power spectral 



density in the system, Vmin, we find, deriving h from eq. || and using eq. [10 

1/2 



hmin ~ ( j^"''^ ) (11) 



Bearing in mind that in a cavity the stored energy is proportional to the cavity volume 
(keeping constants the fields, i.e. the incident power and the coupling coefficients) and that 
the resonant angular frequency is inversely proportional to the cavity linear dimension, we 
find that Umax l/uj^, so that uj^Umax = const., eq. |ll] can be put in the form: 



From eq. |TT] is apparent that to get better sensitivity lower operating frequencies and 
higher quality factors are preferred. 



IV. ELECTROMAGNETIC NOISE AT ANGULAR FREQUENCY uja 

To operate our device we have to feed microwave power into one resonant mode and then 
to perturb one system parameter at a frequency equal to the mode separation, in order to 
detect the energy transfer between the symmetric and the antisymmetric mode. Here we 
suppose that the initially full mode is the symmetrical one, and that this mode is the lower 
frequency one. This is very likely to be the case, but is not at all crucial for the following 
discussion. 

If Pi is the power input at angular frequency Ug, and the system bandwidth is determined 
by the quality factor Ql of the cavity, we have that the frequency distribution of the stored 
energy of the symmetric mode is given by the usual Breit-Wigner function, describing an 
oscillator's response to an harmonic driving force: 

U, {uj) = 2 (13) 

From the above equation we can evaluate the symmetric mode power that can be extracted 
at the antisymmetric frequency, i.e. the tail of mode s at the frequency of mode a: 

Psymm M - /^2^^ JT+WOl UJ ^^^^ 
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where /3i is the couphng coefficient of the input cavity port for the symmetric mode and /32 is 
the couphng coefficient of the output cavity port for the antisymmetric mode; for optimum 
system sensitivity we should have Pi = P2 = ^■ 

It can easily be verified that this noise source at detection frequencies Q < 10^ Hz lowers 
the detector sensitivity at an unacceptable level, even for high Q superconducting cavities. 
A properly designed detection system can strongly reduce this problem: in fact what we 
want to do is to detect a small signal at angular frequency Ua, which is quite near to the 
frequency of the very large signal present at angular frequency 0;^. Nevertheless we can 
make use of the fact that the two signals belong to resonant modes with very different 
field symmetries, the symmetric and antisymmetric mode. In fact we designed a detection 
system capable to discriminate the field parity, which attenuates the symmetric component 
at angular frequency Ua by a factor R, while leaving unaffected the antisymmetric one. R 
is a number which depends upon the details of the detection system; if the receiver does 
not discriminate the parity of the field at angular frequency Ua, R ~ 1. Discrimination 
of the parity would considerably reduce this value. RRM used a magic-tee to excite the 
symmetric mode through the S port, and to detect the antisymmetric mode through the A 
port. With careful adjustments they obtained R ~ 10~^. The detection system designed 
for our experiment, based on two magic-tees, one at the cavity input and one at the cavity 
output allowed to get R ~ 10"^'^. For a schematic view see figure |l|; experimental details 



are described in section VI 



V. MECHANICAL AND ELECTROMAGNETIC DESIGN OF THE DETECTOR 

The detector is built using two coupled rf cavities. The geometry of the resonators gives 
us the electromagnetic field needed for the detection of the wanted physical quantities. 

Because the ultimate sensitivity of the detector at a given frequency is related to the qual- 
ity factor and the stored energy of the resonator, a resonator geometry with high geometric 
magnetic factor F is preferred, where 

Jy H' dV 

^ = '^'^''l^JPdS 

To avoid rf electronic vacuum discharges and Fowler-Nordheim like non resonant electron 
loading, rf modes with vanishing electric field at the surface (TE modes) are preferred. 

Early analysis of the best resonator shape suggested to use two spherical cavities coupled 
through an irijisi; nevertheless the dimension of the spherical resonator and the will to avoid 
unessential (at this stage) difficulties suggested us to use as a ffist step a conservative 
approach using two cylindrical cavities coupled through an axial iris. 

The choice of the frequency was imposed by the maximum dimension for the resonator 
that can be housed in our standard test cryostat in a comfortable way; in our case the inner 
diameter is 300 mm giving us enough room for a 3 GHz resonator. We started our design 
with a couple of cylindrical resonators having the lenght equal to the diameter. For this 
configuration we can compute all the relevant quantities, as geometric factor and frequencies, 
starting from analytical expressions for the fields, or using the BetheS perturbation theory 
for the evaluation of the coupling coefficient and mode separation. 
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Using a pill box like TEqh geometry could be a little bit upsetting due to the degeneracy 
of the TEoi and TMn modes; this problem is quite mild in our case: due to the very high Q 
value of the superconducting cavities, any distortion of the cavity geometry will split the TE 
and TM modes avoiding unwanted interactions. Nevertheless we would like to enhance the 
splitting to be sure to remove any possible interaction between the TE and TM resonances. 
To do that we design the cavity with a little modified geometry substituting the straight 
end plates with a spherical segment; the effect of this modification is to move away by 50 
MHz the TMii modes (see figure 

The selected geometry for the coupled resonators is reported on figure ^ with superim- 
posed the magnetic field lines for the antisymmetric mode of the coupled resonators. With 
the coupling hole diameter used in the calculation (40 mm) the mode splitting is about 1.9 
MHz. At the final design stage the hole diameter will be 35 mm to have A/ 1.3 MHz. 
The coupling iris is a circular hole on the cavity axis. The effect of the coupling gives a 
symmetric field distribution at the lower frequency and the antisymmetric at the higher 
frequency. Running the resonator geometry with different openings of the coupling hole we 
got informations about the sensitivity of the coupling on the iris diameter (see figure ^). 

Finally the effect of the coupling ports on the resonant frequency is evaluated computing 
the field distribution and scattering matrix for the full 3D problem (including the coupling 
loops) in a frequency interval centered on the operating frequency of the detector. The 
full 3D simulations have been done with the HFSS packaget^. The 3D simulation on the 
complete resonator confirmed the results of Oscar2D simulationsEl both for the distribution 
of the fields of the resonant modes and for the coupling coefficient for a given iris diameter. 

On the basis of the results of the simulations the final design of the cavity was decided: 
the construction drawing of the resonator is shown in figure ^. 

Experimental results obtained with this device will be shown in section |Vli| . 



A. Mechanical Analysis 

The mechanical behaviour of the resonator structure plays an important role in setting 
the ultimate sensitivity of the detector: as is shown in equation ^ the power absorbed by the 
device depends from its mechanical properties through the transfer function A(f2) defined in 
equation ^ Furthermore the thermal noise, due to the brownian motion of the cavity walls 
depends on the mechanical characteristics of the detector. If the cavity is approximated by 
a simple harmonic oscillator the wall fluctuates with a displacement spectral density that 
has the typical lorentzian shape0: 

5„ = i^I \ , (16) 

where r is the damping time of the oscillator. The sensitivity limit due to the thermal 
noise is roughly given by hmin ~ \/Sxx/ where L is the detectors' length; setting m ^ 10 
Kg, L ^ 0.3 m, Qm = ujmT ^ 10^ we find, at = 1 MHz and at T = 1.8 K, hmin ~ 10"^^ 
Hz^/^, an order of magnitude better than the limit imposed by our detection electronics at 
the same frequency. 
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The knowledge of the deformation of the cavity walls (for an harmonic distortion of given 
amplitude and frequency) allows us to have a calibration of the detector when driven by a 
piezoelectric crystal in the test runs. 

To estimate the modal spectrum of the resonator and the response to a 1 mm displace- 
ment of a portion of the end wall we used the ANSYS mechanical analysis package@. 

The frequencies of the first 19 mechanical modes of the cavity, computed using a full 3D 
model are reported on table I. The modes from 4 to 11 are all doubly degenerate. 

The mechanical spectrum of the detector has been mesured in the frequency range 500- 
2000 Hz using a piezoelectric crystal fixed to a cavity end wall and driven by a sinusoidal 
signal of fixed amplitude (1 V) and varying frequency. Since electromagnetic energy is fed 
into the cavity by a voltage controlled oscillator locked to the cavity resonant frequency 
by a feedback signal proportional to the displacement of the cavity frequency, coming from 
the IF port of an harmonic mixer, we could use the feedback signal to detect the cavity 
response to the mechanical excitation. A small portion (Ri 1%) of the feedback signal was 
sent to a Stanford Research SR780 FFT Signal Analyzer, operating in swept sine mode and 
providing the excitation signal for the piezoelectric crystal as well. The measurement results 
are shown in figure showing good agreement with the calculated mode distribution. The 
quality factor of the modes could be estimated from the data of figure |^ and is Qm < 1000. 
Above 2000 Hz essentially no isolated mechanical mode was detected. 

After the modal analysis the study of the mechanical response to a fixed amplitude 
sinusoidal displacement of one end plate was performed using a 2D model to cope with the 
tiny mesh size needed at the higher frequencies to get meaningful results. 

This simulations gave us informations about the transition frequency from the insulated 
mechanical resonances regime to the elastic continuum regime, giving again useful informa- 
tion about the influence of the thermal noise of the cavity walls on the detector ultimate 
sensitivitjJll. 

The harmonic analysis, performed at four frequencies 1 KHz, 10 KHz, 100 KHz and 1 
MHz, showed a wall distortion decreasing with increasing frequency. 



VI. RF CONTROL AND DETECTION SYSTEM DESIGN 

The three main functions of rf control and measurement system of the experiment are 
shown in figure ^ 

1. The first task of the system is to lock the rf frequency of the master oscillator to the 
resonant frequency of the symmetric mode of the cavity and to keep constant the energy 
stored in the mode. The frequency lock of the master oscillator to the cavity mode 
is necessary to fill in energy in the fundamental mode of the cavity. The reduction of 
fluctuations of the stored energy to less than 100 ppm greatly reduces the possibility of 
ponderomotive effects due to the radiation pressure of the electromagnetic field on the 
cavity walls and helps to minimize the contribution of the mechanical perturbations of 
the resonator to the output noise. The frequency lock allows also to design a detection 
scheme insensitive to fluctuations of the resonant frequency of the two cavities forming 
our detector. 
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2. The second task is to increase the detector's sensitivity by driving the coupled res- 
onators purely in the symmetric mode and receiving only the rf power up-converted 
to the antisymmetric mode by the perturbation of the cavity walls. This goal can be 
obtained by rejecting the signal at the symmetric mode frequency taking advantage 
of the symmetries in the field distribution of the two modes. Our system, despite of 
some additional complexity, guarantees the following improvements over the one used 
in previous experiments: 

• a better rejection of the phase noise of the master oscillator obtained using the 
sharp resonance {Q = 10^^) of the resonator as a filter; 

• a better insulation of the drive and detector ports obtained by using separate 
drive and detection arms of the rf system; 

• the possibility of an independent adjustment of the phase lag in the two arms 
giving a better magic-tee insulation at the operating frequencies; 

• a greater reliability for the frequency amplitude loop using the transmitted power, 
instead of the reflected, coming from the cavity. 

3. The third task is the detection of the up-converted signal achieving the detector sen- 
sitivity limit set by the contribution of the noise source Slow pressure fluctuations 
on the cooling bath, hydrostatic pressure variations due to the changes in the helium 
level, pressure radiation, and so on, will change in the same way the resonant frequency 
of both modes. Using a fraction of the main oscillator power as local oscillator for the 
detection mixer, the detection system becomes insensitive to frequency drifts of both 
modes, allowing for a narrow band detection of the up-converted signal produced by 
the cavity wall modulation. 



A. The rf control loop 

The shematic layout of the rf control loop is shown in fig. |^. 

The RF signal generated by the master oscillator (HP4422B) is fed into the cavity through 
a TWT amplifier giving a saturated output of 20 Watt in the frequency range 2-4 GHz. 
The energy stored in the cavity is adjusted at the operating level by controlling the output 
of the master oscillator via the built-in variable attenuator. 

The output signal is divided by a 3 dB power splitter. The A output of the splitter is 
sent to the TWT amplifier, the B output is sent, through the phase shifter (PS), to the 
local oscillator (LO) input of a rf mixer acting as a phase detector (PD). The output of the 
rf power amplifier is fed to the resonant cavity through a double directional coupler, and a 
180° hybrid ring acting as a magic-tee. The rf power enters the magic-tee via the sum arm, 
S, and is split in two signals of same amplitude and zero relative phase, coming out the tee 
co-linear arms 1 and 2. 

The rf signal, reflected by the input ports of the cavity, enters the magic-tee through 
the co-linear arms. The two signals are added at the E arm and sampled by the directional 
coupler to give information about the energy stored in cavity allowing for the measurement of 
the coupling factor, quality factor, stored energy. While driving the cavity on the symmetric 
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mode no reflected signal is shown at the A port of the magic-tee where the signals coming 
from the co-linear arms are algebraically added to zero due to the 180° phase shift. 

To get the maximum of the performances of the magic-tee we need to have equal reflected 
signals (phase and amplitude) at the cavity input ports. To preserve the signal integrity 
we use matched hues (in phase and amplitude) inside the cryostat. Because the phase 
shift is very sensitive to temperature inhomogeneities between the two cables and the phase 
difference between the two co-linear arms of the magic-tee gives a quite strong signal at the 
A port, we need to compensate for differential thermal contractions of the cables inside the 
cryostat, leading to phase unbalance in the feed lines. To do that we insert a phase shifter 
in one of the lines to compensate for differences and to reduce to a minimum the leakage of 
the unwanted modes on the two ports. As we will show in section |VI B| , mode leakage of the 
symmetric mode to the A port sets a limit to the system sensitivity increasing the overall 
noise level of the detector. 

Mode leakage of the antisymmetric mode to the S port reduces the system sensitivity 
by reducing the signal level available for detection. The output ports of the cavity are 
coupled for a maximum output signal on the antisymmetric mode (detection mode) and 
the magic-tee is used to reject the rf power at the frequency of the symmetric mode. A 
fraction of the signal at the E port is fed to the rf input of the phase detector PD via a low 
noise rf amplifier. The intermediate frequency (IF) output of the phase detector PD is fed 
back to the rf master oscillator to lock the output signal to the resonant frequency of the 
resonator. The total phase shift around the loop is set through the phase shifter PS, to have 
the maximum energy stored in the detector. A careful design of the servo loop amplifier 
(SLA) guarantees the stability of the system and the rejection of the residual noise of the 
master oscillator up to one MHz. The same fraction of the S output of the output magic-tee 
is used to keep constant, to 100 ppm, the energy stored in the cavity feeding back an error 
signal to drive the electronically controlled output attenuator of the master oscillator. 

Great deal of care is needed in tailoring the frequency response of both controls because 
the two loops can interact producing phase-amplitude oscillations in the rf fields stored in 
the cavities. 



B. Sensitivity enhancement using the mode symmetry 

The layout of the sensitivity enhancement circuit is shown in fig. 

The two modes of the detector cavity have (as in the case of two coupled pendula) 
opposite symmetries of the fields. 

Using two separate sets of ports to drive the cavity and to receive the up-converted 
signal at the frequency of the antisymmetric mode, the cavity acts as a very sharp filter 
(due to the high Q), with an high rejection of the noise coming from the master oscillator at 
the frequency of the up-converted signal. This already low residual noise, can be even more 
reduced in our scheme using two magic-tees to drive the cavity purely in the symmetric 
mode and to detect only the up-converted energy, rejecting the unwanted field components 
by an amount given by the magic-tee insulation. 

In the case of an ideal magic-tee the mode rejection is infinite. If the cavity is driven 
purely in the symmetric mode no symmetric mode component is transmitted through the 
system and there will be no signal at the output port. In the ideal case this result is obtained 
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also in the more simple scheme used by Melissinos and ReeceBu, measuring the up-converted 
power coming out of the detector along the input lines. 

Our scheme gives better sensitivity and performances in the real case. The first obvious 
gain is the sum of the A and S port insulation of the two tees, plus the possibility of adjusting 
separately the input and output lines to get better mode rejection. In a commercial magic- 
tee the insulation is specified to be ~ 25 - 35 dB over its own bandwidth. The reason for 
this quite low insulation is mainly due to the difficulty of balancing on a large range of 
frequency the phases of the signals coming from the two co-linear arms of the tee. 

A phase unbalance as small as five degrees reduces the insulation from A to E port to 
only 25 dB. 

Our electronic scheme allows for an independent compensation of the magic-tee phase 
mismatch both at the feed frequency and at the detection frequency in a fiexible way: 
the phase mismatch is compensated using a variable phase shifter at the input of one of 
the co-linear arms. The optimum phase at the input side results in a pure excitation of the 
symmetric (drive) mode, keeping the power at the frequency of the antisymmetric (detection) 
mode 70 dB below the level of the drive mode. Adjusting the phase at the output will couple 
only the antisymmetric mode component, rejecting the symmetric mode component by 70 
dB. The total symmetric-antisymmetric mode rejection of the system is the sum of the 
attenuation we can obtain from the two 180° hybrids. 

The input and output ports of the two cell cavity need to be critically coupled (/3 = 1) 
to the rf source and to the rf detection system. In this way we have the optimum transfer 
of power to the symmetric mode (a maximum of stored energy) and to the antisymmetric 
mode (a maximum in the detector output). Because the frequency and field distribution 
of the two modes are quite close, the input and output ports are critically coupled to both 
modes. For that reason 50% of the symmetric mode signal is coupled to the idle S port at 
the output magic-tee, and symmetrically 50% of the antisymmetric mode signal is coupled 
to the idle A port at the input magic-tee. We remark that, since those two ports are 
not used in our detection scheme, it is necessary to refiect back into the cavity the energy 
fiowing out of them. This task is achieved by a proper termination of the ports; a careful 
analysis showed that closing the ports with an open circuit completely decouples the input 
and output arms (optimum rejection of the symmetric mode) and maximizes the stored 
energy and the detector sensitivity. 

At the S port of the detection arm we insert a directional coupler to sample a tiny 
amount of the symmetric mode power coming from the cavity. This signal is fed into the 
frequency-amplitude servo loop used to lock the master oscillator to the cavity frequency 
and to keep constant the energy stored in the cavity. 

C. Detection of the converted signal 

The layout of the detection electronics is shown in fig. |l^. 

The signal converted to the antisymmetric mode by the interaction between the me- 
chanical perturbation and the rf fields is coupled to the A port of the detection arm of 
the rf system and amplified by the low noise rf amplifier LNA. Great deal of care must be 
used in the choice of the LNA, because the noise figure of the amplifier greatly affects the 
detector's sensitivity in the detection region above the mechanical resonances of the cavity 
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(typically spanning the frequency interval 1-10 kHz) The LNA we choose is a commercial, 
room temperature, low noise amplifier with 48 dB gain and bandwidth of 500 MHz centered 
on our operating frequency of 3 GHz. The LNA noise figure is 0.6 dB corresponding to a 
noise temperature T„ = 340 K. 

The converted rf signal amplified by the LNA is fed to the rf input port (RF) of a low noise 
double balanced mixer Ml; the local oscillator port (LO) of Ml is driven by the symmetric 
mode rf power (at angular frequency Ug)- The LO input level is adjusted to minimize the 
noise contribution from the mixer. As shown in the previous section the input spectrum to 
the RF port of the mixer consists of two signals: the first at angular frequency Ug coming 
from the rf leakage of the symmetric mode through the detection system; the second is 
the converted energy at angular frequency Ua- Both signals are down-converted by the Ml 
mixer giving to the IF port a DC signal proportional to the symmetric mode leakage and a 
signal at angular frequency Q proportional to the antisymmetric mode excitation. 

The down-converted IF output is further amplified using a low noise audio preamplifier 
(Stanford Research SR560). The combination of tunable built in filters of the SR560 ampli- 
fier allows us to further reject (if necessary) the DC component coming from the symmetric 
mode leakage. Finally the output of the audio amplifier is fed to the lock-in amplifier (Stan- 
ford Research SR844) used as synchronous detector driven by the low frequency synthesizer 
used to drive the detector cavity through a piezoelectric ceramic at angular frequency Q. 

For the detection electronics of mechanically coupled interactions, at angular frequency 
Q, as gravitational waves, since the exact frequency and phase of the driving source is not 
known, we can't perform a synchronous detection. We need to perform an auto-correlation 
of the detector output, or to cross-correlate the outputs of two different detectors. The 
output of the SR560 preamplifier is fed to an fit signal analyzer (Stanford Research SR780) 
able to average the input signal on a bandwidth as small as 0.1 mHz. 

The outlined detection scheme gives the benefit of being insensitive to perturbations 
affecting in the same way the frequency of the two modes. 



VII. EXPERIMENTAL RESULTS 

The electromagnetic properties were measured in a vertical cryostat after careful tuning 
of the two cells frequencies. In fact in order to get maximum sensitivity we need to have 
two identical coupled resonators, or, in other words, a flat field distribution between the two 
cavities. 

The symmetric mode frequency was measured at 3.03 GHz and the mode separation was 
1.38 MHz. 



In figure |TT] the signal from the A port of the output magic-tee is shown for an input 
power Pj = 1 W and no adjustments made on the phase and amplitudes of the rf signal 
entering and leaving the cavity. The overall attenuation of the symmetric mode is i? ~ —48 
dB. After balancing the arms of the two magic-tees in order to launch the symmetrical 
mode at the cavity input and to pick up the antisymmetrical one at the cavity output, 
with 1 W (30 dBm) of power at the E port of the first magic-tee, 6.3 x 10~^^ W (-112 
dBm) were detected at the A port of the second one, giving an overall attenuation of the 



symmetric mode of -R ~ —140 dB (see figure |T2D. At a detection frequency of f2/27r ^ 1 



MHz system sensitivity is quite independent from the value of R, because of the high cavity 
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Ql- Nevertheless for lower frequencies, in a range f2 < 10 kHz, where astrophysical sources 
of gravitational waves are expected to exist, this noise source can become dominant and the 
achieved rejection is fundamental in order to pursue the design of a working g.w. detector 
in the 1-10 kHz frequency range. 

The cavity loaded quality factor was Ql = 1 x 10^ at 1.8 K, and the energy stored 
in the cavity with 10 W input power was approximately 1.8 J (limited by the maximum 
power delivered by the rf amplifier), with both the input and output ports critically coupled 

To excite the antisymmetric mode a piezoelectric crystal (Physik Instrument PIC 140, 
with longitudinal piezoelectric coefficient Ke = 2 x 10^^° m/V) has been fixed to one cavity 
wall. The driving signal to the crystal was provided by a synthesized oscillator with a power 
output in the range 2-20 mW (3-13 dBm). The oscillator output was further attenuated 
to reduce the voltage applied to the piezo by a series of fixed attenuators and a variable 
attenuator (10 dB step). The oscillator frequency was carefully tuned to maximize the 
energy transfer between the cavity modes. The signal emerging from the A port of the 
output magic-tee was amplified by the LNA (48 dB gain) and fed into a spectrum analyzer. 



In figure [11] an example of the parametric conversion process is shown. 

The minimum detected noise signal level at the antisymmetric mode frequency, with no 
excitation coming from the piezo, was Pouti^^a) = 5 x 10~^^ W in a bandwidth 6f = 100 Hz, 
giving a noise power spectral density Vouti^a) = 5 x 10^^^ W/Hz; the main contribution to 
this signal was the Johnson noise of the rf amplifier used to amplify the signal picked from 
the A port of the output magic-tee. 

Taking into account the input and output coupling coefficients system sensitivity is given 
byi: 



_Si_J_ 



The experimental results are summarized in table II 



VIII. FUTURE PLANS 

In order to design a working g.w. detector based on the parametric converter principle, 
we must concentrate on the following main items: 

1. Lower detection frequency. The test made at 1 MHz have to be repeated at lower 
frequencies (say in the range between 1-10 kHz) to span the frequency region of interest 
for astrophysical sources. 

2. Tuning system. Since our detector might be particularly useful for the analysis of 
the gravitational signal coming from a continous source of known frequency, a tuning 
system has to be designed for the fine frequency adjustment needed to match the de- 
tection frequency with the source. One possible solution is to mount a superconducting 
bellow in the region of the coupling between the two cavities to vary the distance (i.e. 
the coupling strength) between themS. Even if this solution appears to be feasible, 
at least in principle, some tests are needed to verify its applicability; in particular 
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the tuning system should not degrade too much the cavity Q. Extensive numerical 
simulations are at the moment underway. 

3. System stability over time ranges of the order of magnitude of the inverse of our detec- 
tion bandwidth. Obviously if we are going to detect our signal in a narrow bandwidth, 
we have to check carefully that system parameters do not change significantly over a 
time scale as long as possible. In particular the most critical parameter is the frequency 
stability of the system. 

4. Among other possible improvements, a cryogenic preamplifier, with operating temper- 
ature in the 20-30 K range, will be implemented. 

At the end of the experimental tests on the cylindrical detector, we shall build and test 
the spherical cavities detector configuration, which should give best performances in view of 
gravitational waves detection, due to the more favourable electromagnetic geometric factor 
and field symmetries. Moreover, using niobium sputtered copper cavities, we should take 
advantage of the veo, high quality factors obtained so far with this technique (up to 10^^ in 
1.5 GHz structures)ll2. 

If the goal sensitivity would be obtained, a detector based on these principles and with 
a suitable geometry could be an interesting candidate in the search of gravitational waves. 
In fact it is conceivable to push down the rf operating frequency around 300 MHz and the 
detection frequency in the 1-10 kHz range. Making a series of similar detectors, working at 
different frequencies and/or mode separations we can cover the 10^-10^ Hz range. 

Recent worksE^'Ey focused their attention on the dection of stochastic g.w., in particular 
of the relic g.w. background, and pointed out that a relic background detected at high 
frequency would be unambiguously of cosmological origin. The detection of stochastic g.w. 
could be done by correlating two (or more) detectors put at a distance small compared to the 
g.w. wavelength (so that the signals could be correlated) but large enough to be sufficient 
to decorrelate local noises. With this experimental arrangement system sensitivity could be 
increased by several orders of mag nitudeS making possible the detection of very low signal 
levels. 
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TABLES 



TABLE L Mechanical resonances spectrum 


Mode Number 




Frequency (Hz) 


1 




633.15 


2 




654.48 


3 




713.96 


A a. 




1313.4 


5 




1318.5 


6 




1412.2 


7 




1606.6 


8 




1808.4 


9 






10 






11 






^Modes 4-11 are doubly degenerate 






TABLE II. Experimental results 




Symmetric mode frequency 




3.0343 xlO^ Hz 


Antisymmetric mode frequency 


Wa/27r 


3.0357 xlO^ Hz 


Mode splitting 


0/27r 


1.38 xlO^ Hz 


Input power 




18 W 


Input coupling coefficient 


Pi 


0.92 


Output coupling coefficient 


P2 


1.00 


Loaded quality factor of the symmetric mode 


QsL 


1.01 xlO^ 


Loaded quality factor of the antisymmetric mode 


QaL 


9.92 xlO^ 


Stored energy 


Us 


1.8 J 


Noise power spectral density 




5 X 10-21 W/Hz 


Minimum measurable relative displacement 


hmin 


3.3 X 10-20 Hz-V2 
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FIG. 2. TM-TE modes separation measured on the normal conducting cavity 
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FIG. 3. 2D layout of the coupled cavities with field lines of the symmetric mode 



19 




Iris diameter (mm) 

FIG. 4. Computed (solid line) and measured mode splitting vs. iris diameter. Measurements 
were made on a demountable copper model of the detector 
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FIG. 6. Mechanical spectrum measurement (see section V A for details) 
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FIG. 7. rf system general layout 
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FIG. 8. rf control loop 
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FIG. 9. Sensitivity enhancement circuit 



25 



1,1 MHz 



PIEZD 




FLUKE 6160 B 



LOW FREQUENCY 
PIEZD DRIVE 



REFERENCE 



Zport 



R.F. LNA 

G = 25dk) NF = 0.8ollo 



LOCK IN 
AMPLIFIER 



< 


^0 


Aport 









PACD 
CAVITY 



R.F. 
Ml 



500 KHz-1,2 MHz 



EPF AUDIO LNA 

SR 560 



SR 844 



DDVN CONVERTED 
SIGNAL 



FFT ANALYSER 

SR 780 



FIG. 10. Detection system 
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FIG. 11. Transmission of the symmetric mode (no optimization) measured at the A port of 
the output magic-tee 
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FIG. 12. Transmission of the symmetric mode in the optimized system, measured at the A 
port of the output magic-tee. Measurement taken with 1 kHz resolution bandwidth. 
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